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ABSTRACT 


A number  of  plankton  sampling  devices  have  been  designed 
and  tested  and  their  physical  properties  (filtration,  effi- 
ciency, filtration  pressure  drop,  net  filtration  ratio  and 
mesh  approach  speed)  have  been  calculated  and  compared.  The 
data  necessary  to  make  these  calculations  were  collected  by 
mounting  1/4  scale  sampler  models  in  a wind  tunnel,  the  wind 
speed  having  been  adjusted  to  that  corresponding  to  a water 
speed  of  40  m/min;  wind  speeds  were  measured  at  the  samplers' 
mouths  by  a remote  controlled  hot-wire  anemometer.  Photo- 
graphs were  taken  of  the  flow  patterns  through  the  use  of  a 
flow  visualization  system  comprised  of  a liquid  aerosol  gen- 
erator and  tunne1  injection  system.  A study  of  the  photo- 
graphs and  the  reduced  data  resulted  in  the  discovery  of  an 
optimum  design  for  a plankton  collection  system  that  is  com- 
posed of  a mouth  reduction  nose  cone  and  two  nets  in  series 
housed  in  a cylindrical  casing. 
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I.  INTRODUCTION 


According  to  Aron  (1965):  "Problems  associated  with  varia- 
tion of  time  and  space  among  pelagic  organisms  are  already 
difficult  enough  to  evaluate  without  imposing  additional  com- 
plexity through  the  inadequate  understanding  of  the  sampling 
tools."  Plankton  sampling  by  nets  began  about  150  years  ago 
and  in  these  early  stages  of  collection  one  haul  produced  such 
a wealth  of  unknown  organisms  that  a lifetime  of  work  was  in- 
volved in  their  description.  Thus,  it  is  not  surprising  that 
the  concentration  of  effort  was  studying  plankton  rather  than 
understanding  the  intrinsic  details  of  the  plankton  sampler. 
Tranter  (1968)  states  that  when  it  became  apparent  that  plank- 
ton "had  such  significance  in  the  productivity  of  the  sea  and 
the  food  chains  therein,  pi anktol ogi sts  wanted  to  know  how  to 
relate  the  number  of  organisms  found  to  the  volume  of  water 
filtered,  their  distribution  in  depth,  space  and  time,  and 
their  daily,  seasonal  and  annual  variations.  Development  of 
the  gear  was  gradual  to  begin  with  but  its  tempo  increased, 
partly  because  of  the  increased  realization  of  the  importance 
of  quantitative  work,  and  partly  because  of  the  increase  in 
the  number  of  people  studying  the  subject.  The  desire  for  so 
much  comprehensive  quantitative  knowledge  brought  with  it  a 
host  of  sampling  problems":  escapement,  avoidance,  speed  of 

tow,  volume  of  water  filtered,  mesh  size,  drag  and  clogging. 
These  problems  have  recently  become  more  comprehensible  with 
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the  use  of  underwater  diving  and  photography  and  wind  and 
water  test  tunnels,  along  with  the  assistance  of  experts  in 
hydrodynami cs  and  engineering.  Although  these  factors  are 
giving  the  evolution  of  plankton  sampling  a new  impetus, 
Tranter  (1968)  states  that  there  has  been  a lack  of  experi- 
ments conducted  to  study  the  hydrodynamics  associated  with 
most  contemporary  samplers.  Furthermore,  a search  of  the 
literature  published  on  the  subject  subsequent  to  1968  has 
discovered  no  further  attempts  to  empirically  obtain  this 
hydrodynamic  data. 

The  foregoing  clearly  indicates  the  desirability  and 
necessity  for  empirical  flow  pattern  data  characteri sti c of 
various  sampler  designs.  And  more  specifically,  as  Tranter 
(1968)  remarks,  as  far  as  encased  plankton  samplers  are  con- 
cerned there  is  insufficient  data  and  information  available 
for  making  any  predictions  or  conclusions  about  their  perform- 
ance in  relation  to  other  sampler  designs. 

Consequently  the  subject  of  this  investigation  has  been 
to  study  the  relative  entrance  flow  patterns  associated  with 
encased  samplers,  in  particular  a type  that  includes  a mouth 
reduction  nose  cone  and  two  nets  in  series  housed  in  a 
cylindrical  casing.  This  sampler  type  can  aptly  be  termed 
as  a "size  sampling  in-situ  net"  (SSISNET)  system.  An 
analysis  of  the  flow  patterns  produced  by  several  SSISNETS  of 
different  design  has  resulted  in  the  discovery  of  an  optimum 
combination  of  sampler  parameters  that  can  be  used  in  the 
ultimate  construction  of  a single  SISSNET  system. 
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II.  THEORETICAL  BACKGROUND 


A.  FILTRATION  PERFORMANCE 

Four  physical  properties  associated  with  plankton  net  fil- 
tration that  are  of  significant  consequence  when  sampling 
plankton  are  (Tranter,  1968): 

(1)  filtration  efficiency 

(2)  filtration  pressure  drop 

(3)  net  filtration  ratio 

(4)  mesh  approach  speed 

Filtration  efficiency  (F)  primarily  affects  the  volume  of 
water  filtered,  but  also  has  an  influence  on  plankton  escape- 
ment and  avoidance,  both  of  which  increase  as  F decreases. 
Filtration  efficiency  is  defined  by  Tranter  (1968)  as  the 
ratio  of  the  volume  of  water  filtered  by  a plankton  sampler 
to  the  volume  swept  by  the  sampler  mouth.  That  is, 

F - A (1) 


where  W is  the  volume  of  water  filtered,  A is  the  area  of 
the  sampler  mouth  and  0 is  the  distance  traveled.  The  rela- 
tion may  also  be  expressed  as, 


F 


V' 

V 


V' 
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(2) 


where  V is  the  tow  speed  and  V'  is  the  mean  speed  of  the  flow 
through  the  mouth  of  the  sampler. 
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Filtration  pressure  drop  (AP)  influences  the  ultimate  con- 
dition of  the  catch;  it  is  determined  by  the  speed  at  which 
the  water  approaches  the  net  gauze  (approach  speed).  Accord- 
ing to  Tranter  (1968) 

AP  = K • \ pv2  (3) 


where  v is  mesh  approach  speed,  p is  sea  water  density;  K (re- 
sistance coefficient)  is  a function  of  the  gauze  porosity  (0) 
and  Reynolds  number  (Re)  and  has  been  shown  by  Wieghardt 
(1953)  to  be : 

K ± • 6 Re'1/3  (4) 
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Reynolds  number  is  given  by  the  equatipn 


(5) 


where  d is  the  diameter  of  the  gauze  strands,  k is  the  kine- 
matic viscosity  of  the  water.  The  porosity  is  the  open  area 
fraction  of  the  gauze  comprising  the  filtering  surface  and 
is  calculated  from  the  equation: 

8 - ‘ (6) 

( d+m ) 


where  m is  the  mesh  width  and  d is  the  diameter  of  the  strands 
in  the  meshwork.  The  effective  Reynolds  number  becomes  Re 
cos  9 when  the  flow  strikes  the  gauze  at  the  angle  9 to  the 
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normal,  thus  the  maximum  possible  values  of  filtration  pres- 
sure are  obtainable  by  setting  0=0. 

If  a mouth  reduction  nose  cone  is  added  to  a conical  net, 
as  in  Figure  1,  the  filtration  efficiency  increases.  The  nose 
cone  also  has  the  effect  of  creating  a low  pressure  area  which 


Mouth  area  A >•  * R* 


Figure  1.  Generalized  geometry  of  a plankton  net 
with  a mouth  reduction  nose  cone 
(From  Tranter  and  Heron,  1967). 

draws  a column  of  water  wider  than  the  reduced  mouth  through 
the  sampler  (Figure  4c).  The  angle  of  expansion  and  the 
length  of  the  nose  cone  are  critical  because  tney  actually 
control  the  filtration  efficiency,  which  depends  upon  the  mean 
flow  velocity  through  mouth  and  the  mouth  area.  Reduction 
cones  are  most  efficient  when  their  angle  of  expansion  (a) 
is  less  than  3 1/2°  (Pankhurst  and  Holder,  1952),  and  their 
length  is  greater  than  the  diameter  of  the  net  mouth.  In- 
crease of  length  is  restricted  by  physical  practicality  and 
by  the  reduction  of  the  mouth  area,  which  would  decrease  the 
volume  accepted. 
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Another  important  limitation  on  dimensions  is  a result 
of  the  filtration  efficiency  decreasing  sharply  when  the  net 
side  angle  (9)  is  reduced  below  75°  or  the  ratio  — rises 

d 

above  approximately  0.2  (Tranter  and  Heron,  1 967  ; Smith  et  a 1 . , 
1965).  This  ratio  can  be  calculated  from 

? 

mouth  area  A _ ttR  a 

porous  area  a tTRT  cos  ' 

where  R is  the  mouth  radius  and  s is  net  slant  length. 

A factor  closely  related  to  this  area  ratio  is  the  net 
filtration  ratio  (FR)  and  is  given  by 

FR  = (8) 

where  8 is  the  net  porosity.  As  the  length  of  the  net  de- 
creases the  filtration  ratio  decreases;  this  condition  pro- 
motes clogging  which,  in  turn,  reduces  the  filtration  effi- 
ciency. Therefore  the  net  must  be  long  enough  to  minimize 
clogging;  however  it  also  has  to  be  restricted  to  that  length 
which  is  physically  manageable. 

The  mesh  approach  speed  (v)  is  a parameter  that  can  be 
obtained  from  the  equation  (Tranter,  1968) 

v • V • F • (9) 

and  then  used  to  calculate  the  filtration  pressure  drop  by 
equation  (3).  This  approach  speed  alone  does  not  cause 
damage  to  organisms;  but  it  is  primarily  the  associated 
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pressure  drop  across  the  net  that  would  be  responsible  for 
any  damage.  It  is  also  likely  that  this  pressure  drop  in- 
fluences the  selectivity  or  organisms  by  the  meshes  (Vannucci, 
1968).  That  is,  a high  AP  could  cause  organisms  to  be  pulled 
through  the  mesh,  distorting  any  selectivity  data.  Because 
AP  varies  as  the  square  of  the  approach  speed  (equation  (3)), 
small  changes  in  this  speed  will  lead  to  relatively  large 
changes  in  AP.  Therefore  approach  speed  should  be  restricted 
to  an  optimum  value,  one  that  would  create  a AP  large  enough 
to  insure  a continuous  fluid  flow,  but  not  great  enough  to 
be  destructive  to  the  organisms. 

B.  FLOW  PATTERNS 

The  interaction  between  a plankton  net  and  the  water 
through  which  it  is  towed  produces  for  each  type  of  sampler 
a unique  flow  pattern  which  is  closely  related  to  its  filtra- 
tion perf orma nee . This  interaction  significantly  affects  the 
entire  sampling  process  because  of  the  many  other  factors  in- 
volved. For  example,  an  approaching  net  causes  disturbances 
that  may  result  in  avoidance  by  motile  zooplankton;  the  volume 
of  water  filtered  is  directly  related  to  the  shape  of  the  net; 
and  clogging  of  the  net  can  seriously  reduce  filtration.  The 
following  discussion  will  closely  examine  these  and  other 
water-net  interactions  with  a description  of  the  various  flow 
patterns  produced. 

"The  pressures  on  both  sides  of  the  gauze  are  equal  for  a 
stationary  net;  however,  for  a moving  net  the  inside  pressure 
is  higher  than  that  on  the  outside  and  the  resulting  flow 
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pattern  is  dependent  upon  the  distribution  of  these  pressures" 
(Tranter,  1968).  Also  Tranter  (1968)  states  that  the  conical 
net  has  the  most  evenly  distributed  pressures,  thereby  result- 
ing in  a uniform  flow  rate  over  the  entire  filtering  area  of 
the  net  which  is  important  when  attempting  to  maximize  filtra- 
tion efficiency. 

The  entrance  area  of  the  net  displays  flow  patterns  that 
are  influenced  both  by  the  resistance  of  the  net  and  by  tow- 
ing structures  ahead  or  near  the  mouth.  Most  of  the  disturb- 
ances created  ahead  of  the  net  by  the  tow  cable  and  bridle 
can  be  alleviated  by  towing  with  the  cable  attached  to  the 
top  of  the  forward  section  of  the  sampler  casing  or  by  attach- 
ing the  cable  to  the  rear  of  the  casing  and  sampling  during  a 
guided  vertical  fall.  Upstream  accelerations  caused  by 
various  towing  appratus  are  shown  in  Figure  2.  This  disturb- 
ance, coupled  with  any  upstream  pressure  variation  when  nets 
are  attached,  can  have  a severe  adverse  impact  upon  results 
of  collection  efforts  due  to  the  belief  that  plankton  sense 
and  move  away  from  foreign  objects  (Tranter,  1968). 

"The  sampler  mouth,  or  at  least  the  shape  of  its  mouth, 
can  play  an  important  role  in  reducing  or  even  alleviating  up- 
stream disturbances  that  may  cause  avoidance  by  plankton" 
(Tranter,  1968).  It  has  been  shown  by  Tranter  (1968)  that 
the  addition  of  a mouth- reducti on  cone  increases  filtration 
efficiency  by  creating  a low  pressure  area  which  results  in 
a larger  cross-section  of  the  water  column  being  drawn  into 
the  net.  Figure  3 is  a comparison  of  streamline  patterns 
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Fiqure  2 . The  accelerations  (cm/sec)  ahead  of  plankton  nets. 

a.  Linear  accelerations  ahead  of  a non-filtering  cone  1 m 
in  diameter  without  a bridle  preceding  the  entrance.  The 
tow  speed  is  77  cm/sec  (44  m/min). 

b.  Linear  accelerations  ahead  of  a ring  with  bridle  and 
lead  line.  The  tow  speed  is  129  cm/sec  (77  m/min). 

c.  Linear  accelerations  ahead  of  a plankton  net  ring,  bridle 
and  lead  line.  The  tow  speed  is  129  cm/ sec  (77  m/min). 

( from  Tranter,  1 968) . 


Figure  3.  Streamlines  ahead  of  nets.  Each  streamline  encloses 
10  percent  of  the  water  entering  a circular  net. 

a.  A conical  net  which  is  accepting  75  percent  of  the  water 
presented  to  it. 

b.  A conical  net  which  is  accepting  95  percent  of  the  water 
presented  to  it. 

c.  A conical  net,  with  a mouth- reduct i on  cone,  which  is  accept 
ing  125  percent  of  the  water  presented  to  it  (from  Tranter. 
1968) . 


associated  with  conical  nets  with  and  without  a reduction 
cone.  The  advantage  gained  in  filtration  efficiency  through 
the  use  of  the  mouth  reduction  cone  can  be  seen  by  examining 
that  figure  and  noting  the  increase  in  percentage  of  water 
accepted  when  using  the  cone  with  the  net. 

Tranter  (1968)  also  offered  a series  of  figures  depict- 
ing probable  flow  patterns  associated  with  some  basic  forms 
of  plankton  samplers.  These  are  shown  in  Figure  4;  however, 
they  are  based  on  theory  rather  than  actual  observance. 
Plankton  sampler  type  f was  selected  for  study  in  this  thesis 
because  it  would  allow  stacking  different  size  nets  within 
the  casing  for  separating  plankton  by  size.  This  type  sam- 
pler also  has  the  filtration  control  advantages  of  a mouth 
reduction  nose  cone. 
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Figure  4.  Probable  flow  pattern  associated  with  some  basic 
forms  of  plankton  sampler. 

a.  Simple  conical  net  (F  < 1). 

b.  Conical  net  with  porous  collar  (F  - 1). 

c.  Conical  net  with  nonporous  mouth-reducing  cone  (F  > 1) 

d.  Conical  net  with  nonporous  mou th- reduc i ng  cone  (F  = 1) 

e.  Conical  net  with  nonporous  casing  (F  < 1). 

f.  Conical  net  with  nonporous  casing  and  nonporous  mouth- 

reducing  cone  (F  = 1).  (from  Tranter,  1968) 


III.  METHODS 


A.  WIND  TUNNEL  TESTING 

One  method  of  measuring  the  hydrodynamic  characteristics 
of  plankton  nets  is  to  construct  scale  models  and  to  test 
them  in  wind  or  water  tunnels.  The  wind  tunnels  are  partic- 
ularly suited  for  this  purpose  becasue  of  ease  of  experimenta- 
tion, flow  visualization,  and  measurement  c"  the  forces  acting 
on  the  nets.  It  is  for  this  reason  that  it  was  decided  to 
carry  out  a series  of  experiments  in  the  low  speed  wind  tunnel 
of  the  Mechanical  Engineering  Department  of  the  Naval  Post- 
graduate School  (Plate  1). 

The  tunnel  is  of  open  circuit  design  with  its  intake  in- 
side the  building  and  exhausting  outside.  The  test  section 
is  51  cm  by  71  cm  at  the  center  and  is  2.4  meters  long.  The 
prime  mover  is  a six  blade  axial  fan,  located  at  the  down- 
stream end,  and  driven  by  a variable  speed  75  horsepower  elec- 
tric motor.  The  wind  speed  is  continuously  variable  from 
543  m/min  to  5486  m/mi n when  the  test  section  is  clean,  and 
from  about  914  to  4572  m/min  (equivalent  to  15  and  75  m/min 
water  speed)  when  the  model  is  installed.  The  freestream 
turbulence  intensity  is  controlled  at  the  plenum  entrance, 
followed  by  up  to  five  interchangeable  graded  screens  and  an 
area  contraction  ratio  of  ten  to  one. 

The  tunnel  was  equipped  with  a flow  visualization  system 
comprised  of  a liquid  aerosol  generator  and  injection  system 


22 


(Plate  2).  The  flow  of  the  aerosol  particles  in  front  of  and 
around  the  models  have  been  used  to  study  the  flow  patterns. 
This  will  be  described  in  greater  detail  later. 

Evidently,  model  tests  in  general  and  the  use  of  different 
fluids  (e.g.  air  and  water)  for  the  model  and  prototype  re- 
quire the  establishment  of  model  laws  in  order  to  be  able  to 
correctly  interpret  the  results  and  to  transfer  them  from  one 
model  to  another.  Fundamentals  of  fluid  mechanics  show  that 
(see  for  example  Streeter,  1958)  complete  similarity  requires 
geometric,  kinematic  and  dynamic  similarity  of  the  models. 

In  other  words,  for  the  present  investigation,  this  requires 
that  the  model  and  the  prototype  be  geometrically  similar 
and  that  the  model  and  prototype  Reynolds  numbers  and  Mach 
numbers  be  identical.  It  is  assumed  that  there  are  no  free 
surface  effects  and  the  Froude  number  is  excluded  from  further 
consideration.  Reynolds  similarity  establishes  the  correct 
ratio  of  the  inertial  forces  to  viscous  forces  in  the  model 
and  prototype  at  the  corresponding  points.  Mach  similarity, 
on  the  other  hand,  brings  into  the  tests  the  possible  effects 
of  the  fluid  compressibility  and  expresses  the  ratio  of  the 
inertial  forces  to  elastic  forces.  In  the  present  study,  the 
compressibilities  of  the  fluids  involved,  that  is  of  air  and 
water,  are  quite  negligible.  Air  shows  compressibility 
effects  for  body  speeds  cor  res pondi ng  to  Mach  numbers  of 
about  0.4  or  greater.  Water  shows  compressibility  effects  for 
speeds  of  sound  in  water  or  close  to  it.  This,  in  fact,  corre- 
sponds to  a sound  speed  of  about  4000  feet/sec.  Cavitation 
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Plate  2.  Liquid  aerosol  generator  and  tunnel  injection 
system . 


• ■V'- .% 


and  other  effects  take  place  long  before  the  compressibility 
effects  come  into  the  picture  in  collecting  plankton  (if  the 
collector  were  ever  to  travel  at  such  high  speeds).  Further 
discussion  of  the  compressibility  effects  is  meaningless  and 
the  Mach  similarity  need  not  be  considered. 

According  to  Reynolds  similarity,  Streeter  (1958)  used 
tne  equation 

U D V D 

— = — = Reynolds  number  (10) 

J a 

in  which  U and  V are  wind  and  water  speeds  relative  to  the 
collector,  D the  diameter,  and  v the  kinematic  viscosity  of 
the  fluid  (v  = 9000  X 10  m /min  at  room  temperature  and 

air 

- 7 2 

vwater  = ^75  X 10  m /min  at  20°C  tempera ture ) . The  indices 
"a"  and  "w"  denote  "air"  and  "water"  respectively  to  indicate 
the  Reynolds  numbers  for  the  model  and  prototype  media. 
Solving  for  the  speed  of  air  in  the  wind  tunnel,  one  has: 


The  characteristic  dimension  is  taken  as  the  inlet  diameter 
of  the  collector  without  a nose  cone,  for  the  prototype  Dw  = 
31.6  cm,  and  for  the  model  D = 7.9  cm,  for  a model  scale  of 

a 

1/4.  The  Reynolds  numbers  and  the  corresponding  wind  and 
water  speeds  for  the  model  and  prototype  respectively  are 
given  in  Table  I. 
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TABLE  I.  Various  wind  tunnel  air  speeds  (U,)  and  the  corre- 
sponding water  speeds  (V)  requirea  to  match  the 
Reynolds  numbers. 


■H 

V 

water  speed  (m/min) 

1 560 

137400 

25 

1870 

164900 

30 

2190 

192400 

35 

2505 

219700 

40 

2815 

247300 

45 

3130 

275000 

50 

3440 

302300 

55 

3760 

330000 

60 

4070 

357300 

65 

4380 

385000 
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3.  FLOW  SPEED  MEASUREMENTS 

The  desired  model  combination  of  nets,  reduction  cone  and 
casing  was  assembled  and  mounted  in  the  test  section  of  the 
wind  tunnel.  The  air  speed  was  adjusted  to  that  corresponding 
the  water  speed.  Photographs  w-»re  taken  of  the  flow  stream 
lines,  i.e.  aerosol  particles  (Plates  6 through  14). 

A remote  controlled  hot-wire  anemometer  was  used  to  mea- 
sure voltages  at  various  points  in  front  of  the  different 
models  (Plates  3 and  4).  These  voltages  were  recorded  on  an 
X-Y  plotter  (Plate  5),  then  converted  to  wind  speeds  (U.)  with 

d 

the  following  equation,  which  is  derived  from  the  standard 
calibration  procedure  of  a hot-wire  anemometer  probe: 

E 2 „ e ^ 

Ual/Z  ■ J-2-  (12) 
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Plate  3.  Remote  controlled  hot-wire  anemometer 
probe . 
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ate  8.  Mouth  reduction  nose  cone  model 


al  net. 


ate  11.  Sampler  model 


where  E is  the  voltage  recorded  on  the  X-Y  plotter,  EQ  is 
the  voltage  registered  by  the  anemometer  at  zero  wind  speed 
and  y is  the  anemometer  probe  characteristic  impedance.  In 
the  case  of  one  probe  Eq  was  found  to  be  5.4  volts  and  y to 

be  0.79.  A second  probe  had  an  EQ  of  3.27  and  a y of  0.5. 

The  wind  speeds  were  then  converted  into  corresponding  water 
speeds  (V)  through  the  use  of  Table  I.  The  voltage  profile 
data  and  corresponding  water  speeds  were  tabulated  for  each 
system  model  in  the  Appendix.  The  water  speed  data  were 
used  in  equation  (2)  to  obtain  the  filtration  efficiency  and 
in  equation  (9)  for  mesh  approach  speed  calculations,  which 

in  turn  was  used  in  equation  (3)  to  obtain  filtration  pres- 

sure drop  values.  These  results  are  tabulated  for  all  models 
and  are  listed  on  the  corresponding  drawings  (Figures  5 
through  23).  A comparison  of  the  values  were  made  for  the 
purpose  of  choosing  the  model  that  had  optimum  characteri sti cs . 
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Figure  5.  Mouth  reduction  nose  cone  models  1,  2 and  3. 
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Figure  6.  Sampler  model  A:  simple  conical  net. 
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Figure  7.  Sampler  model  B:  simple  conical  net 
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Figure  9.  Sampler  model  D:  nose  cone  model 
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Figure  14.  SSISHET  sampler  model  I:  nose  cone  model  1,  two  conical  nets 

and  casing. 
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SSISNET  sampler  model  J:  nose  cone  model  1,  two  conical  nets  and  casing. 

Tests  conducted  at  three  different  tow  speeds:  23.7,  39.5  and  59.6  m/min. 
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Figure  17.  SSISNET  sampler  model  L:  nose  cone  model  3,  two  conical  nets  and 

casing. 
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Figure  20.  SSISNET  sampler  model  0:  nose  cone  model  1,  590  pm  conical  net  (one- 

third  mesh  area  clogged),  103  pm  conical  net  and  casing. 
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Figure  21.  SSISNET  sampler  model  P:  nose  cone  model  1,  590  pm  conical  net  (one- 

third  mesh  area  clogged),  103  pm  conical  net  and  casing. 
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Figure  23.  SSISNET  sampler  model  R:  590  pm  conical  net  (one-third  mesh  area 

clogged),  103  pm  conical  net  and  casing. 


IV.  TESTS 


The  effects  of  filtration  efficiency,  filtration  pressure 
drop,  net  filtration  ratio  and  mesh  approach  speed  were  in- 
vestigated by  varying  the  following  sampler  model  parameters: 
casing  length 

mouth  reduction  nose  cone  length  and  angle 

speed  of  tow 

number  of  nets 

net  mesh  size 

length  of  nets 

clogging  of  nets 

Each  wind  tunnel  test,  model  description  and  correspondi ng 
figures  and  plates  are  listed  below  (data  tabulated  on  figures 
are  based  upon  prototype  dimensions  and  water  speed  equiva- 
lences; the  X-Y  coordinate  system  is  reference  for  the  hot- 
wire anemometer  probe  positions): 

1.  Nose  cone  model  1 of  7.6  cm  length  and  3 1/2°  angle 
(Figure  5 and  Plate  6) 

2.  Nose  cone  model  2 of  13.5  cm  length  and  3 1/3°  angle 
(Figure  5 and  Plate  7) 

3.  Nose  cone  model  3 of  12.6  cm  length  and  6°  angle 
(Figure  5 and  Plate  8) 

4.  Sampler  model  A:  15.2  cm,  590  um  simple  conical  net 
(Figure  6) 


5.  Sampler  model  B:  48.0  cm,  590  ym  simple  conical  net 


(Figure  7 and  Plate  9) 

6.  Sampler  model  C:  nose  cone  model  2 with  22.9  cm,  590  ym 
conical  net  attached  (Figure  8 and  Plate  10) 

7.  Sampler  model  D:  nose  cone  model  2 with  30.5  cm,  590  ym 
conical  net  attached  (Figure  9) 

8.  Sampler  model  E:  nose  cone  model  2 with  22.9  cm,  590  ym 
conical  net  and  38.1  cm  casing  attached  (Figure  10) 

9.  Sampler  model  F:  nose  cone  model  2 with  30.5  cm,  590  ym 
conical  net  and  38.1  cm  casing  attached  (Figure  11) 

10.  Sampler  model  G:  nose  cone  model  2 with  38.1  cm,  590  ym 
conical  net  and  38.1  cm  casing  attached  (Figure  12) 

11.  Sampler  model  H:  72.4  cm  casing  with  a 22.9  cm,  590  ym 
conical  net  and  a 38.1  cm,  103  ym  conical  net  attached 
(Figure  13  and  Plate  11) 

12.  Sampler  model  I:  nose  cone  model  1 with  a 22.9  cm,  590  ym 
conical  net,  a 38.1  cm,  103  ym  conical  net  and  a 72.4  cm 
casing  attached  (Figure  14) 

13.  Sampler  model  J:  nose  cone  model  1 with  a 22.9  cm,  590  ym 
conical  net,  a 38.1  cm,  103  ym  conical  net  and  a 68.9  cm 

• casing  attached  (Figure  15  and  Plate  12) 

14.  Sampler  model  K:  nose  cone  model  2 with  a 22.9  cm,  590  ym 
conical  net,  a 38.1  cm,  103  ym  conical  net  and  a 68.9  cm 
casing  attached  (Figure  16  and  Plate  13) 

15.  Sampler  model  L:  nose  cone  model  3 with  a 22.9  cm,  590  ym 
conical  net,  a 38.1  cm,  103  ym  conical  net  and  a 68.9  cm 
casing  attached  (Figure  17  and  Plate  14) 
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16.  Sampler  model  M:  nose  cone  model  2 with  two  22.9  cm, 

590  pm  conical  nets  and  a 38.1  cm  casing  attached 
(Figure  18) 

17.  Sampler  model  N:  nose  cone  model  1 with  a 22.9  cm, 

590  pm  conical  net,  a 38.1  cm,  103  pm  conical  net  and 
a 38.1  cm  casing  attached  (Figure  19) 

18.  Sampler  model  0:  nose  cone  model  1 with  a 22.9  cm, 

590  pm  conical  net  (one-third  mesh  area  clogged  between 
mouth  and  apex),  a 38.1  cm,  103  pm  conical  net  and  a 
38.1  cm  casing  attached  (Figure  20) 

19.  Sampler  model  P:  nose  cone  model  1 with  a 22.9  cm, 

590  pm  conical  net  (one-third  mesh  area  clogged  at  apex), 
a 38.1  cm,  103  pm  conical  net  and  a 38.1  cm  casing 
attached  (Figure  21) 

20.  Sampler  model  Q:  38.1  cm  casing  with  a 22.9  cm,  590  pm 
conical  net  (one-third  mesh  area  clogged  between  mouth 
and  apex),  a 38.1  cm,  103  pm  conical  net  attached 
(Figure  22) 

21.  Sampler  model  R:  38.1  cm  casing  with  a 22.9  cm,  590  pm 
conical  net  (one-third  mesh  area  clogged  at  apex),  a 
38.1  cm,  103  pm  conical  net  attached  (Figure  23) 
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Figure  24  is  a plot  of  all  different  sampler  prototypes 
(vice  models)  with  different  combinations  of  mesh  approach 
speed  and  pressure  drop;  the  curve  demonstrates  that  a 
slight  increase  in  approach  speed  corresponds  to  a very 
drastic  increase  in  pressure  drop  across  the  net.  This  large 
pressure  variable  is  highly  undesirable  since  the  objective 
is  to  collect  organisms  that  will  be  preserved  by  the  sampler 
rather  than  possibly  destroyed  due  to  high  pressure  differen- 
tial across  the  net. 

The  sampler  prototypes  at  the  lower  end  of  the  curve  are 
those  that  were  clogged  (0,  P,  Q,  R),  illustrating  the  degra- 
dation in  a system's  performance  as  a result.  Prototype  H 
is  a system  with  two  nets  and  casing  and  has  low  speeds, 
pressure  drop  and  filtration  efficiency  (0.37).  Prototypes 
I,  J and  N are  identical  with  the  exception  that  the  casing 
lengths  are  2.9  rn,  2.76  m and  1.52  m respectively,  a factor 
that  has  no  observed  effect  on  any  of  the  parameters;  these 
three  systems,  however,  utilized  nose  cone  1,  which  proves 
to  be  responsible  for  those  systems  ' low  filtration  efficien- 
cies (each  were  0.52).  A and  B are  simple  conical  nets  of 
length  1.93  m and  0.60  m respectively.  Prototypes  E,  F and 
G are  all  systems  with  reduction  cone,  casing  and  only  one 
net  (an  undesirable  feature). 

Prototypes  K,  L and  M are  all  systems  with  reduction  cone, 
casing,  and  two  nets;  system  K has  the  highest  filtration 
efficiency  (0.74)  and  it  is  located  at  a point  just  before 
the  curve  extends  into  the  region  of  higher  pressure  drops. 
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Ap,  Pressure  drop  across  net  (nt 


Figure  24.  Pressure  drop  (AP)  vs.  mesh  approach  speed 
(v)  for  each  sampling  system  prototype. 
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The  two  remaining  systems  (C  and  D)  are  those  of  a reduction 
cone  and  net  assembly,  which  have  extremely  high  approach 
speed  and  pressure  drops. 

Prototype  K is  clearly  the  optimum  system.  It  has  a 
relatively  high  filtration  efficiency,  low  approach  speed 
and  pressure  drop.  Its  casing  houses  two  nets,  both  of  which 
have  area  ratios  below  0.2.  The  total  length  of  the  system 
can  be  varied  by  reducing  the  casing  length  provided  the  nets 
remain  protected. 
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V.  RESULTS 


1.  Figure  5 shows  that  the  mouth  reduction  nose  cone  model  2 
has  a higher  filtration  efficiency  than  models  1 and  3. 

2.  Figures  6 and  7 show  that  an  increase  in  the  net  length 
increases  filtration  ratio,  and  filtration  efficiency  but 
reduces  the  pressure  drop  across  the  net. 

3.  Figures  8 and  9 show  that  increasing  net  length  when  a 
nose  cone  is  attached  results  in  an  increase  in  filtra- 
tion ratio,  no  change  in  filtration  efficiency  and  a de- 
crease in  pressure  drop. 

4.  The  reduction  cones  and  net  assemblies  shown  in  Figures 
10  and  11  have  higher  filtration  efficiencies  than  the 
corresponding  reduction  cone,  net  and  casing  assemblies 
shown  in  Figures  11  and  12.  However,  the  addition  of  the 
casing  results  in  a much  lower  pressure  drop. 

5.  The  model  shown  in  Figure  10  has  a greater  filtration 
efficiency  than  those  shown  in  Figures  11  and  12;  however 
clogging  rapidly  diminishes  the  filtration  efficiencies 
of  nets  with  lower  filtration  ratios. 

6.  The  model  shown  in  Figure  18  has  a lower  filtration  effi- 
ciency tnan  cnat  shown  in  Figure  10  due  to  the  additional 
net;  however  the  pressure  drop  is  reduced. 

7.  The  net  and  casing  assembly  shown  in  Figure  13  has  a lower 
filtration  efficiency  than  the  same  assembly  with  a mouth 
reduction  nose  cone  attached  as  shown  in  Figure  14. 
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8.  Figures  15,  16  and  17  show  that  the  net  and  casing 
assembly  with  the  reduction  cone  model  2 attached  has 
a higher  filtration  efficiency  than  with  either  cone 
model  1 or  3 attached. 

9.  Figure  15  shows  that  an  increase  in  tow  speed  increases 
filtration  efficiency;  however  the  increase  is  not  a 
proportional  one.  An  increase  in  tow  speed  from  23.7 
m/min  to  59.6  m/min  resulted  in  an  increase  of  filtra- 
tion efficiency  of  only  ,09. 

10.  Figures  15  and  19  show  that  decreasing  the  model  casing 
length  from  68.9  cm  to  38.1  cm  has  no  effect  on  filtra- 
tion efficiency. 

11.  A comparison  of  Figures  20,  21,  22  and  23  with  Figure 

19  shows  that  net  clogging  results  in  a lower  filtration 
efficiency.  Furthermore,  if  clogging  is  concentrated 
at  the  apex  of  the  nets  the  result  is  a lower  filtration 
efficiency  than  if  the  same  percentage  of  clogging 
occurred  nearer  the  mouth  of  the  nets. 
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VI.  DISCUSSION 


A plankton  collection  device  has  been  designed  and 
tested  that  is  a comb inat ion  of  relatively  optimum  physical 
characteristics,  including  a high  filtration  efficiency 
(0.74),  a low  filtration  pressure  drop  (6.41 X 10  nt), 
high  net  filtration  ratios  (3.18  and  5.40)  and  a low  maxi- 
mum mesh  approach  speed  (3.63  m/min). 

The  research  was  initiated  by  investigating  these  physi- 
cal properties  associated  with  the  basic  conical  plankton 
net  and  was  completed  with  the  study  of  complex  sampling 
systems.  A simple  conical  net  has  a filtration  efficiency 
less  than  1.0;  however  with  the  attachment  of  a mouth  reduc- 
tion nose  cone  this  figure  was  increased  to  greater  than  1.0. 
The  nose  cone  model  that  was  found  to  result  in  the  highest 
filtration  efficiency  was  one  of  13.5  cm  in  length  with  an 
angle  of  expansion  of  3 1/3°.  According  to  Pankhurst  and 
Holder  (1952)  the  best  results  are  obtained  by  using  a cone 
with  an  angle  less  than  3 1/2°. 

The  length  of  the  nose  cone,  nets  and  casing  were  re- 
stricted so  the  scaled-up  prototype  would  be  of  suitable 
size.  Tranter  (1968)  points  out  that  the  filtration  effi- 
ciency of  a net  decreases  rapidly  beyond  an  area  ratio  (A/a) 
of  0.2,  which  converts  into  a net  minimum  side  length  (for 
the  model)  of  19.5  cm  or  78  cm  for  the  prototype.  Increas- 
ing the  net  length  beyond  this  value  increases  the  filtration 


efficiency  and  reduces  clogging;  however,  physical  restraints 
have  to  be  imposed  due  to  handling,  stowage  and  weight  prob- 
lems. In  the  optimum  model  net,  side  lengths  of  22.9  cm  and 
38.1  cm  were  used  for  the  590  urn  and  103  pm  nets  respectively. 
So  that  a size  sampling  i_n  situ  net  (SSISNET)  system  could  be 
realized,  two  nets  had  to  be  utilized  in  series.  The  mesh 
size  of  the  front  net  would  be  such  that  all  larger  plankton 
would  be  collected  there  but  the  desired  sized  plankton  would 
pass  through  and  be  collected  by  the  rear  net  for  removal  and 
analysis.  No  more  than  two  nets  were  tested  because  the 
system  becomes  cumbersome;  a system  that  utilizes  more  than 
two  nets  increases  resistance  to  flow  (back  pressure)  and 
thus  leads  to  a reduction  in  filtration  efficiency. 

Aside  from  the  fact  that  a casing  was  needed  to  house  the 
two  nets,  the  casing  was  found  to  have  several  desirable 
effects  on  the  overall  performance  of  the  system,  although  it 
did  cause  a reduction  in  filtration  efficiency.  The  casing 
protects  the  catch  and  nets  and  minimizes  turbulence;  it 
lends  hydrodynamic  stability  to  the  system,  a factor  that 
could  perhaps  be  further  conveniently  improved  with  the  addi- 
tion of  fins.  The  casing  also  causes  a lower  pressure  drop 
across  the  nets.  Thus,  sampler  model  K,  the  encased  net  sys- 
tem shown  in  Figure  16  was  chosen  because  it  had  the  most 
desirable  combination  of  characteristics,  i.e.  a high  filtra- 
tion efficiency  (0.74),  high  filtration  ratios  (3.18  and  5.40), 

and  a mesh  approach  speed  that  results  in  a low  pressure 

_ 2 

differential  across  the  nets  (6.41X  10  nt). 
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Profile  A.  Mouth  reduction  nose  cone  model 


Profile  C.  Mouth  reduction  nose  cone  model 
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Profile  D.  Sampler  model 
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Profile  F.  Sampler  nodel 


Profile  G.  Sampler  model 


Profile  H.  Sampler  model 


79 


Profile  I.  Sampler  model 
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Profile  J.  Sampler  model 


Profile  K.  Sampler  model 
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Profile  M.  Sampler  model 
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Profile  S.  Sampler  model 
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Profile  T.  Sampler  model 


Profile  U.  Sampler  model 
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